Abstract: Fe-Mn-based degradable biomaterials (DBMs) are promising candidates for temporary implants such as cardiovascular stents and bone fixation devices. Identifying their mechanical properties and biocompatibility is essential to determine the feasibility of Fe-Mn-based alloys as DBMs. This study presents the tensile properties of two powder metallurgical processed Fe-Mn-based alloys (Fe-28Mn and Fe-28Mn-3Si, in mass percent) as a function of immersion time in simulated body fluid (SBF). In addition, short-term cytotoxicity testing was performed to evaluate the in vitro biocompatibility of the sintered Fe-Mn-based alloys. The results reveal that an increase in immersion duration deteriorated the tensile properties of both the binary and ternary alloys. The tensile properties of the immersed alloys were severely degraded after being soaked in SBF for ≥45 days. The ion concentration in SBF released from the Fe-28Mn-3Si samples was higher than their Fe-28Mn counterparts after 7 days immersion. The preliminary cytotoxicity testing based on the immersed SBF medium after 7 days immersion suggested that both the Fe-28Mn-3Si and Fe-28Mn alloys presented a good biocompatibility in Murine fibroblast cells.
Introduction
Fe-based alloys proposed for degradable biomaterials (DBMs) are commonly designed for temporary implants such as cardiovascular stents and bone fixation devices [1] [2] [3] . So far, a variety of Fe-based systems such as Fe-Mn, Fe-Pd and Fe-Mn-Si [1] [2] [3] [4] [5] [6] has been or are being developed for the potential applications. The degradability of Fe-based DBMs can avoid various complications, such as chronic inflammation, thrombosis, in-stent restenosis [7, 8] or even a second surgery to remove the implants [9, 10] , compared to the corrosion-resistant implants such as stainless steels 316L, Ti-based and Co-Cr-based alloys [11] [12] [13] [14] [15] .
Fe-based DBMs for load-bearing applications are exposed to an aggressive and corrosive physiological environment while in the human body [16, 17] . The degradation of the implants leads to a decrease in their mechanical properties and finally loss of their mechanical integrity. Consequently, this seriously affects the life span of Fe-based degradable implants. So far, the majority of the available data on mechanical performance of Fe-based DBMs has implied that the mechanical properties of fabricated Fe-based DBMs were adequate to support the healing of diseased tissues [1, 18, 19] . The available data, however, cannot reflect the real mechanical properties of Fe-based implants after serving in the human body for a certain period. This is because current data were from the initial mechanical properties of the as-fabricated Fe-Mn-based alloys without implanting in a physiological environment. In other words, those current mechanical tests ignored the implantation time dependence of mechanical properties of Fe-Mn-based DBMs in a corrosive physiological environment. In this case, it is important to investigate the evolution of the mechanical properties of the biomaterials implanted in the human body as a function of implanted time, in order to better predict the life span of the designed Fe-Mn-based DBMs.
Biocompatibility is a unique feature of biomaterials over any other materials. Biomaterials that exhibit abnormal host responses in a host could cause a series of complications such as inflammation, cytotoxicity, allergy problems and detrimental immunological response [20] [21] [22] [23] [24] . To ensure a mutually acceptable co-existence of biomaterials and tissues in the human body, a comprehensive biocompatibility trial both in vitro and in vivo should be carried out for any synthetic biomaterials. In general, biocompatibility is determined mainly by assessment of cytotoxicity, hemocompatibility, physical irritation, mutagenesis and/or carcinogenesis, and cell function [25, 26] . In this case, in vitro cytotoxicity testing is a compulsory step that should be carried out before the application of the proposed biomaterials.
An immersion test in a simulated body fluid (SBF) is considered an effective way to simulate and predict the implantation time dependence of mechanical properties of Fe-Mn-based DBMs in the human body. In this study, the tensile properties of the powder formed and sintered Fe-Mn-based alloys were investigated for the first time, as a function of immersion time in SBF. In addition, a short-term in vitro cytotoxicity of the sintered Fe-Mn-based alloys was evaluated.
Materials and Methods

Powder Preparation
Elemental Fe, Mn and Si powders with high purities (see details in Ref. [3] ) were used as the as-received raw materials in this study. Two types of powder mixture were prepared. One is the ternary system comprised of 69% Fe, 28% Mn and 3% Si (all in mass percent); the other is the binary system consisting of 72% Fe and 28% Mn. Both the ternary and binary powder mixtures were simply mixed for 10 h in a tubular mixer (T2F, Glen Mills, Clifton, NJ, USA) and subsequently mechanically milled (MM) for 5 h in a planetary ball mill (Pulverisette 6, Fritsch, Idar-Oberstein, Germany) under Ar atmosphere to minimize the oxidation of the powders. A stainless steel (SS) jar with a volume of 225 mL and SS balls with a diameter of 6 mm were employed. The ball-to-powder ratio was 5:1. The jar was rotated at 275 rpm, and no lubrication or process control agents were employed during the MM. Details on the particle size, morphologies, purities and MM parameters of these particles are shown in the previous published work in Ref. [3] .
Press and Sinter
The MM powder mixture was pressed under a uniaxial pressure of 400 MPa at room temperature. The green compacts were 40 mm in length, 16 mm in width and 5 mm in height. The green compacts were sintered in a vacuum furnace (VS-020203, Advanced Corporation for Materials & Equipments Co., Ltd., Changsha, China) under a vacuum degree of 5 × 10 −3 Pa. The heating rate was 10 • C/min if the temperature was ≤800 • C and 5 • C/min if the temperature was >800 • C. All compacts were isothermally held at 1200 • C for 3 h, followed by furnace cooling.
Immersion Testing
Immersion testing of all the sintered samples was conducted in SBF which has similar ion concentrations to human blood plasma, where Na + , K + , Mg 2+ , Ca 2+ , Cl − , HCO 3 − , HPO 4 2− and SO 4 2− were included. The nominal ion concentrations and preparation of SBF are presented in Ref. [27] . All the samples were immersed separately in 30 mL of SBF with an initial pH value of 7.4 ± 0.02 in a water bath at 37 • C. The immersed samples were placed in fresh SBF without agitation every 7 days in order to keep a stable chemical composition and pH value of the SBF. The pH value of the SBF soaked with all samples was monitored every 24 h during the immersion period. Two types of samples were used for the immersion test. One set were tensile bars cut from sintered rectangular blocks. These were flat tensile bars with a cross section of 1.6 mm × 2 mm and a gauge length of 8 mm (as specified in Ref. [3] ). The other set were square samples with a dimension of 10 mm × 10 mm × 10 mm for ion concentration measurement, and the subsequent cytotoxicity test. For the tensile bars, a wide range of immersion times including 15 days, 30 days, 45 days and 60 days were selected. Three tensile pieces were prepared and immersed in SBF solution for each group of immersion time duration. In the case of the square samples, the samples were mounted in epoxy resin before immersion, so one face was exposed, and this was ground with silicon carbide papers up to 1200 grit. The surface area of the square specimens exposed to SBF solution during immersion test was then 10 × 10 mm 2 .
The immersion duration for the mounted squared samples in the SBF solution was 7 days. The SBF solutions containing dissolved Fe and Mn ions from the mounted squared samples were diluted by 20 times after a 7-day immersion. The concentration of Fe and Mn ions in the diluted SBF solutions was measured using inductively coupled plasma mass spectrometry (ICP-MS, Agilent). The degradation rates of the sintered Fe-Mn-based alloys were calculated according to the ASTM G59-97 standard [28] :
where CR is the corrosion rate in mm per year, i corr is the corrosion current density (mA·cm −2 ), EW is the equivalent weight according to the percent of the alloying elements, is the density of the sintered Fe-Mn-based alloys. In this study, the i corr and are available in the published paper [3] , where the i corr for the binary and ternary alloys is 45 and 34 mA·cm −2 , while for the sintered Fe-28Mn and Fe-28Mn-3Si alloys are 6.6 and 6.4 g·cm −3 . The EW of the binary and ternary alloys is 27.85 and 27.79.
Cytotoxicity Testing
Murine fibroblast cells (L-929, ATCC, Manassas, VA, USA) were employed to assess the cytotoxicity of Fe-28Mn-based alloys, and were cultured at 37 • C in a humidified atmosphere of 5% CO 2 . This testing was performed based on ISO 10993-5: 2009 [29] . The medium for L-929 cells culture was Dulbecco's Modified Eagle Medium (DMEM, Gibco, Grand Island, NY, USA), supplemented with 10% fetal calf serum (FCS). The cell viability was tested by an indirect contact method. After a 72 h incubation period, the cultured cells were diluted to a concentration of 2 × 10 4 cells/mL using DMEM media. Then, 1 mL of the diluted cells was placed into each well of a 24-well plate. 1 mL of fresh DMEM medium was also placed into 3 wells of the 24-well plate, which was used as control in this study. The plate seeded with cells was incubated for 24 h at 37 • C in 5% CO 2 for cell attachment.
A resazurin fluorescence assay was used to determine the cell proliferation during the testing. The samples for cytotoxicity testing were SBF solutions containing metallic ions released from the bulk Fe-Mn-based samples after a 7-day immersion test (SBF containing metallic ions, without dilution were used for the cytotoxicity testing in this study). After 24 h, 1 mL of 500 µM resazurin was placed into each well of the plate to replace the cell medium (DMEM). The plate was incubated for 4 h, and then the supernatant in each well was collected and centrifuged at 2000 rpm for 5 min at room temperature. 100 µL of the centrifuged supernatant was placed in triplicate into a 96-well flat bottomed cell culture plate and the fluorescence value was recorded at 530 nm excitation and 590 nm emission using a Perkin Elmer Enspire 2300 Multilabel Reader. The cells without supernatant in each well were washed using 1 mL of phosphate buffered saline (PBS). Subsequently, 800 µL of fresh DMEM medium and 200 µL of sample solution were added into each well of the plate. For the control group, 1 mL of fresh DMEM medium was added. After this, the 24-well plate was returned to incubator overnight for cell growth. The above procedure was repeated daily in the following 4 days. The entire procedure of the test was repeated three times.
Characterisation
The morphologies of all samples were observed by a scanning electron microscope (SEM, FEI Quanta 200F, FEI, Hillsboro, OR, USA). The chemical compositions of the sintered Fe-Mn-based alloys were measured using an X-ray energy dispersive spectrometer (EDS) attached to an SEM. In order to examine the distribution of Fe, Mn and Si elements in the sintered compacts, EDS line scanning was performed on the cross-section of all the sintered samples. The line scanning started from the surface to the core of the sintered samples, which is perpendicular to the surface plane. More details on the measurement of the distribution using EDS are reported elsewhere [30] . Tensile tests were performed using an Instron 3367 universal testing machine (Instron, Norwood, MA, USA) with a cross-head speed of 0.2 mm/min at room temperature. Before the tensile testing, the dimensions of the cross-section of the immersed tensile bars were re-measured for each immersion time. Three tensile samples were tested for each immersion time duration, and average results were reported. Figure 1 shows the compositions obtained from EDS on the cross-section of the sintered Fe-Mn-based alloys. As shown in Figure 1 , the Mn content on the surface is extremely low (≤2 wt %), and it increases parabolically with the increase of the scan distance from the surface until it stabilizes at approximately 27.5 wt %. This reveals that a Mn depletion region (Mn DR) exists in all the sintered compacts. The Mn DR is caused by the sublimation of Mn due to its high vapor pressure during sintering. The literature data illustrate that the vapor pressure of Mn is~98 Pa [31] , which is significantly higher than the vacuum level of 5 × 10 −3 Pa. This suggests that Mn could sublimate in the furnace chamber during vacuum sintering. Thus, a Mn depletion region forms on the surface of the sintered alloys. Table 1 summarizes the chemical composition and the elemental distribution of Fe, Mn and Si in the sintered Fe-Mn-Si alloys. Both Figure 1 and Table 1 reveal that the distribution of Fe, Mn and Si is homogeneous and the chemical composition of the sintered alloys is close to their nominal compositions (Fe-28 wt % Mn or Fe-28 wt % Mn-3 wt % Si) if it is detected at the region ≥Mn DR. In the subsequent microstructural characterization, tensile testing and cytotoxicity testing, the Mn DR layers on the surface were removed from all the sintered samples in order to ensure the chemical composition is consistent with their nominal composition.
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pH Monitoring
The pH of SBF is an important parameter that should be monitored during immersion testing. This is because a stable pH of SBF close to that of the physiological environment (~7.4) is essential to properly simulate the real degradation behavior of Fe-based DMBs in the human body. In other words, the changes in pH of SBF may have a great impact on the degradation behavior of the implants [32, 33] . As for Fe-based DBMs, the corrosion of Fe in SBF solution generates OH − [4, 9] , which may increase the pH value of SBF and exceed the physiological pH range of~7.4. This creates a non-realistic aqueous environment, which deviates from the situation in the human body. Consequently, the degradation behavior of Fe-Mn-based DBMs in SBF solution may fail to sufficiently reflect what happens in the human body. Figure 2 shows that the pH value of the SBF fluctuates between 7.4 and 7.6 during the immersion period (0-60 days), which is in agreement with the real pH in the human body. This is beneficial to obtain in vitro degradation (corrosion) behavior of the proposed Fe-Mn-based DBMs, which is similar to the situation in the human body. In our case, the proper pH range (7.4-7.6) of SBF during all the immersion period can ensure that the corrosion behavior and ion releasing rates in SBF are consistent with those in the human body. Consequently, the collected data on tensile properties and cytotoxicity in the following sections can be used to predict corrosion behavior in a physiological environment. 
The pH of SBF is an important parameter that should be monitored during immersion testing. This is because a stable pH of SBF close to that of the physiological environment (~7.4) is essential to properly simulate the real degradation behavior of Fe-based DMBs in the human body. In other words, the changes in pH of SBF may have a great impact on the degradation behavior of the implants [32, 33] . As for Fe-based DBMs, the corrosion of Fe in SBF solution generates OH − [4, 9] , which may increase the pH value of SBF and exceed the physiological pH range of ~7.4. This creates a non-realistic aqueous environment, which deviates from the situation in the human body. Consequently, the degradation behavior of Fe-Mn-based DBMs in SBF solution may fail to sufficiently reflect what happens in the human body. Figure 2 shows that the pH value of the SBF fluctuates between 7.4 and 7.6 during the immersion period (0-60 days), which is in agreement with the real pH in the human body. This is beneficial to obtain in vitro degradation (corrosion) behavior of the proposed Fe-Mn-based DBMs, which is similar to the situation in the human body. In our case, the proper pH range (7.4-7.6) of SBF during all the immersion period can ensure that the corrosion behavior and ion releasing rates in SBF are consistent with those in the human body. Consequently, the collected data on tensile properties and cytotoxicity in the following sections can be used to predict corrosion behavior in a physiological environment. Figure 3 illustrates the engineering stress-strain curves of the immersed Fe-28Mn-based specimens. All the curves present characteristic strain hardening. The ultimate tensile strength (UTS) and fracture strain (ε) of all the immersed samples are summarized in Figure 4 . In general, the UTS and ε of both the ternary and binary specimens decrease with increasing immersion time. It is noted that a significant decrease in UTS of the ternary Fe-Mn-Si specimens occurs when the immersion duration is ≥45 days. In detail, the UTS of the ternary samples immersed for 30 days is only reduced by ~4.2% compared to their counterparts with no immersion, while those for 45 days and 60 days are decreased by ~16.6% and 45%, respectively. In contrast, immersion time exhibits less influence on the UTS of the binary Fe-Mn specimens with respect to their ternary Fe-Mn-Si counterparts. For instance, the UTS of the binary Fe-Mn specimens immersed for 60 days decreases by ~28.2% compared to their counterparts with no immersion. This is far less than their ternary FeMn-Si counterparts (~45%) immersed for 60 days. Interestingly, the ε evolutions of both the binary Fe-Mn and ternary Fe-Mn-Si alloys present a similar trend to that of the UTS. For instance, the ε of Figure 3 illustrates the engineering stress-strain curves of the immersed Fe-28Mn-based specimens. All the curves present characteristic strain hardening. The ultimate tensile strength (UTS) and fracture strain (ε) of all the immersed samples are summarized in Figure 4 . In general, the UTS and ε of both the ternary and binary specimens decrease with increasing immersion time. It is noted that a significant decrease in UTS of the ternary Fe-Mn-Si specimens occurs when the immersion duration is ≥45 days. In detail, the UTS of the ternary samples immersed for 30 days is only reduced by~4.2% compared to their counterparts with no immersion, while those for 45 days and 60 days are decreased by~16.6% and 45%, respectively. In contrast, immersion time exhibits less influence on the UTS of the binary Fe-Mn specimens with respect to their ternary Fe-Mn-Si counterparts. For instance, the UTS of the binary Fe-Mn specimens immersed for 60 days decreases by~28.2% compared to their counterparts with no immersion. This is far less than their ternary Fe-Mn-Si counterparts (~45%) immersed for 60 days. Interestingly, the ε evolutions of both the binary Fe-Mn and ternary Fe-Mn-Si alloys present a similar trend to that of the UTS. For instance, the ε of the ternary Fe-Mn-Si specimens immersed for 45 days was 1.93%, only~1/5 that of the samples with no immersion. The tensile properties of the immersed Fe-Mn-based samples can be closely related to their microstructure and fracture behavior. Figure 5 shows the surface morphologies of the sintered FeMn-based samples with different immersion durations. There exist some prolate pores (Arrow P in Figure 5 ) and many inclusions (Arrow Q in Figure 5 ) visible in the sintered Fe-Mn-based alloys with no immersion. The pores are isolated and smooth, which is a typical microstructure at their final sintering stage. The EDS results demonstrate that the inclusions are oxide-rich in Mn. More details on the microstructure and inclusions of the sintered Fe-Mn-based alloys can be seen in Ref. [30] . It appears that the regions around the pores are susceptible to corrosion. This is evidenced that the pore size (Arrow T and shaded area S in Figure 5 ) and the total pore areas in all the samples increase with increasing the immersion time. It is interesting to note that the majority of the pores after immersion are irregular and sharp-edged. Such pore structures are stress concentrators and therefore decrease the tensile properties, both fracture strength and fracture strain [34] [35] [36] . Thus, the tensile properties, especially the fracture strain of the sintered Fe-Mn-based alloys, significantly degrade with the increase of immersion time due to the increased number of irregular and sharp-edged pores. In addition, the reduction on the cross-sectional areas of the immersed bars could be another important factor to the decrease in their tensile properties. This could be supported by combined results on degradation rates and EDS data. The corrosion (degradation) The tensile properties of the immersed Fe-Mn-based samples can be closely related to their microstructure and fracture behavior. Figure 5 shows the surface morphologies of the sintered FeMn-based samples with different immersion durations. There exist some prolate pores (Arrow P in Figure 5 ) and many inclusions (Arrow Q in Figure 5 ) visible in the sintered Fe-Mn-based alloys with no immersion. The pores are isolated and smooth, which is a typical microstructure at their final sintering stage. The EDS results demonstrate that the inclusions are oxide-rich in Mn. More details on the microstructure and inclusions of the sintered Fe-Mn-based alloys can be seen in Ref. [30] . It appears that the regions around the pores are susceptible to corrosion. This is evidenced that the pore size (Arrow T and shaded area S in Figure 5 ) and the total pore areas in all the samples increase with increasing the immersion time. It is interesting to note that the majority of the pores after immersion are irregular and sharp-edged. Such pore structures are stress concentrators and therefore decrease the tensile properties, both fracture strength and fracture strain [34] [35] [36] . Thus, the tensile properties, especially the fracture strain of the sintered Fe-Mn-based alloys, significantly degrade with the increase of immersion time due to the increased number of irregular and sharp-edged pores. In addition, the reduction on the cross-sectional areas of the immersed bars could be another important factor to the decrease in their tensile properties. This could be supported by combined results on degradation rates and EDS data. The corrosion (degradation) rates of the sintered binary and ternary alloys calculated based on Equation (1) The tensile properties of the immersed Fe-Mn-based samples can be closely related to their microstructure and fracture behavior. Figure 5 shows the surface morphologies of the sintered Fe-Mn-based samples with different immersion durations. There exist some prolate pores (Arrow P in Figure 5 ) and many inclusions (Arrow Q in Figure 5 ) visible in the sintered Fe-Mn-based alloys with no immersion. The pores are isolated and smooth, which is a typical microstructure at their final sintering stage. The EDS results demonstrate that the inclusions are oxide-rich in Mn. More details on the microstructure and inclusions of the sintered Fe-Mn-based alloys can be seen in Ref. [30] . It appears that the regions around the pores are susceptible to corrosion. This is evidenced that the pore size (Arrow T and shaded area S in Figure 5 ) and the total pore areas in all the samples increase with increasing the immersion time. It is interesting to note that the majority of the pores after immersion are irregular and sharp-edged. Such pore structures are stress concentrators and therefore decrease the tensile properties, both fracture strength and fracture strain [34] [35] [36] . Thus, the tensile properties, especially the fracture strain of the sintered Fe-Mn-based alloys, significantly degrade with the increase of immersion time due to the increased number of irregular and sharp-edged pores. In addition, the reduction on the cross-sectional areas of the immersed bars could be another important factor to the decrease in their tensile properties. This could be supported by combined results on degradation rates and EDS data. The corrosion (degradation) rates of the sintered binary and ternary alloys calculated based on Equation (1) are~0.56 and 0.48 mm per year. For another, the EDS results (Table 2 ) on the surface of the immersed Fe-Mn-based alloys demonstrate that the oxygen content on the surface increases with the increase of immersion time. This reflects that more corrosion products (oxides) formed with the increase of the immersion time. In this case, the effective load-bearing cross-sectional areas are likely to decrease with increasing immersion time. Particularly, the oxygen content on the surface of the samples immersed for ≥45 days is remarkably higher than their counterparts for ≤15 days, indicating that a more severe reduction on the cross-sectional areas is likely to happen in the immersed alloys soaking for ≥45 days. Thus, both results reveal that the reduction on the cross-sectional area of the tensile bars may occur during immersion. Nevertheless, the cross-section of the tensile samples were re-measured, thereby the reduced tensile properties are mainly a consequence of corrosion and the microstructural change after immersion. time. In this case, the effective load-bearing cross-sectional areas are likely to decrease with increasing immersion time. Particularly, the oxygen content on the surface of the samples immersed for ≥45 days is remarkably higher than their counterparts for ≤15 days, indicating that a more severe reduction on the cross-sectional areas is likely to happen in the immersed alloys soaking for ≥45 days. Thus, both results reveal that the reduction on the cross-sectional area of the tensile bars may occur during immersion. Nevertheless, the cross-section of the tensile samples were re-measured, thereby the reduced tensile properties are mainly a consequence of corrosion and the microstructural change after immersion. It is noted that localized macroscopic pits (Arrow R in Figure 5 ) form in the ternary Fe-Mn-Si samples. Similar pits were also found in the casting Fe-Mn-Si alloys immersed in SBF for 180 days by Liu et al. [37] . However, the formation mechanism of the large pits is still unclear. The formation of the macroscopic pits may be an essential factor to the sharp decrease of the fracture strain occurring in the ternary Fe-Mn-Si alloys when the immersed time increases to ≥45 days. The localized macroscopic pits could be sites for crack initiation due to stress concentration [38, 39] , and therefore lead to the deterioration in the fracture strain of the sintered Fe-Mn-Si alloys. Also, Figure  4 reveal that the fracture strain of the binary Fe-Mn samples immersed for ≥45 days is higher than their ternary Fe-Mn-Si counterparts, this may benefit from the absence of macroscopic pits in the immersed binary Fe-Mn samples.
Tensile Properties of the Immersed Fe-Mn-Based Alloys
The weak mechanical properties of both the binary Fe-Mn and ternary Fe-Mn-Si samples after long immersion time (≥45 days) can be also reflected in their fractography. Figure 6c ,g shows that the number of dimples in both samples immersed for 45 days decreases remarkably with respect to their counterparts with no immersion. This firmly proves inferior mechanical properties of both the binary and ternary samples immersed for a long time (≥45 days). 
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Biocompatibility of the Sintered Fe-Mn-Based Alloys
The combined mechanical properties and biocompatibility of the fabricated Fe-Mn-based temporary implants determine whether they are adequate to be implanted safely in the human body [40] . In general, the mechanical properties degrade along with the increase of implantation time due to the aggressive environment in the human body. The failure of the structural integrity before the recovery of the diseased tissues can impede the healing of the diseased tissues or even cause them to deteriorate [1] . Thus, the tensile properties of the sintered Fe-Mn-based alloys were measured as a function of immersion time in SBF solution as a preliminarily prediction of the life span of the sintered Fe-Mn-Si alloys in the human body. However, fabricated materials with good mechanical properties are impossible to use as biomaterials if they lack enough biocompatibility with the human body. One key issue relating to the biocompatibility is the cytotoxicity of the implanted devices [4, 41] : The metal ions release in the human body when they are under a corrosive physiological environment. However, excessive metal ions may be toxic to the human body and therefore be harmful to the patient. Thus, in vitro cytotoxicity testing is an essential step to determine whether it is necessary to proceed further in vivo biocompatibility testing. Figure 7 presents the Fe and Mn ion concentration in the SBF solutions after the bulk samples were soaked for 7 days. It is noted that no Si ions are detected in SBF solution where the bulk Fe-Mn-Si samples were immersed. This reveals that the releasing rate of Si ions in SBF solution is very slow and can be neglected. The Fe and Mn ion concentrations released into the SBF from the ternary Fe-Mn-Si samples are~0.392 and 0.13 ppm, respectively. Liu et al. [37] also investigated the ion concentration released in the immersed SBF. Liu's research reveals that both the Fe and Mn ion releasing rates in SBF are less than 10 ppm after 10-day immersion. This is lower than the results in this study. The improvement of the ion releasing concentration can be attributed to the porosities caused by powder sintering route. Previous studies demonstrated that the overall porosities of the PM Fe-Mn-based alloys in this study are~15% (in volume percent) [3, 30] . The porosities in the PM alloys can provide more surface area for degradation. Thus, the ion releasing rate of the PM Fe-Mn-based alloys in this study is higher than the casting alloys. 
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Conclusions
In this study, the relationship between the immersion duration and tensile properties of the immersed Fe-Mn-based alloys in SBF solution were investigated. In addition, the biocompatibility of the sintered Fe-Mn-based alloys was assessed. In general, the tensile properties of the immersed samples decreased with the increase of immersion time. A severe decrease of fracture strain occurred in both the binary Fe-Mn and ternary Fe-Mn-Si samples after being immersed for ≥45 days. For example, the fracture strain of the ternary Fe-Mn-Si and binary Fe-Mn alloys immersed for 45 days decreased by ~80% and 55%, respectively, as compared to those with no immersion. The binary Fe-Mn alloys presented better tensile properties than their ternary Fe-Mn-Si counterparts, if under the same immersion duration. The concentration of total ions in SBF released from the ternary Fe-Mn-Si samples was doubled, as compared to their binary Fe-Mn counterparts. The short-term cell viability test demonstrates that both the ternary Fe-Mn-Si and binary Fe-Mn alloys presented no inhibition on the proliferation of Murine fibroblast cells (L929 cells) at the first 7-day immersion duration.
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